<table>
<thead>
<tr>
<th>Title</th>
<th>Modified Wiener estimation of diffuse reflectance spectra from RGB values by the synthesis of new colors for tissue measurements</th>
</tr>
</thead>
<tbody>
<tr>
<td>Author(s)</td>
<td>Chen, Shuo; Liu, Quan</td>
</tr>
<tr>
<td>Citation</td>
<td>Chen, S. &amp; Liu, Q. (2012). Modified Wiener estimation of diffuse reflectance spectra from RGB values by the synthesis of new colors for tissue measurements. Journal of Biomedical Optics, 17(3).</td>
</tr>
<tr>
<td>Date</td>
<td>2012</td>
</tr>
<tr>
<td>URL</td>
<td><a href="http://hdl.handle.net/10220/10167">http://hdl.handle.net/10220/10167</a></td>
</tr>
<tr>
<td>Rights</td>
<td>© 2012 Society of Photo-Optical Instrumentation Engineers (SPIE). This paper was published in Journal of Biomedical Optics and is made available as an electronic reprint (preprint) with permission of Society of Photo-Optical Instrumentation Engineers. The paper can be found at the following official DOI: <a href="http://dx.doi.org/10.1117/1.JBO.17.3.030501">http://dx.doi.org/10.1117/1.JBO.17.3.030501</a>. One print or electronic copy may be made for personal use only. Systematic or multiple reproduction, distribution to multiple locations via electronic or other means, duplication of any material in this paper for a fee or for commercial purposes, or modification of the content of the paper is prohibited and is subject to penalties under law.</td>
</tr>
</tbody>
</table>
Modified Wiener estimation of diffuse reflectance spectra from RGB values by the synthesis of new colors for tissue measurements

Shuo Chen
Quan Liu
Modified Wiener estimation of diffuse reflectance spectra from RGB values by the synthesis of new colors for tissue measurements

Shuo Chen and Quan Liu
Nanyang Technological University, School of Chemical and Biomedical Engineering, Division of Bioengineering, Singapore 637457

Abstract. We present a new method for the accurate estimation of diffuse reflectance spectra from RGB values based on Wiener estimation. In the proposed method, a system matrix obtained from the original RGB values is combined with a set of synthetic optical filters to generate another three values corresponding to new colors. A modified Wiener matrix can then be created with the original RGB values and the new color values, which will yield a more accurate estimation because of the new color information that has been incorporated. This method was tested on in vivo color measurements from 200 skin sites in 10 volunteers. The results show that the proposed method is able to improve the estimation accuracy significantly compared with the traditional Wiener estimation method. The fast speed of this method may enable the estimation of diffuse reflectance spectra at multiple tissue locations from color images in real time, which provides a cost-effective alternative to spectral imaging with the additional advantage of high spectral resolution.

Keywords: Wiener estimation; diffuse reflectance spectroscopy; color imaging; spectral imaging.

Paper 11618L received Oct. 21, 2011; revised manuscript received Dec. 23, 2011; accepted for publication Dec. 29, 2011; published online Mar. 2, 2012.

Diffuse reflectance spectroscopy has been explored to characterize tissue condition noninvasively in recent years. Diffuse reflectance spectra have been used to estimate the optical properties of tissues, which can be correlated with several important biophysical and biochemical parameters, such as hemoglobin information, tissue oxygenation, and average nuclei size in tissues for disease diagnoses. Nonetheless, one significant disadvantage of traditional diffuse reflectance spectroscopy is slow data acquisition when diffuse reflectance spectra at multiple locations are required due to the employment of fiber-optic probes, which can only perform optical measurements point by point. Multi-spectral imaging has been used to acquire diffuse reflectance images at multiple wavelengths. Even so, image acquisition can still be slow when the required spectral resolution is high. Although there have been efforts in the development of snapshot spectroscopic imaging techniques, the advantage of these techniques in quick image acquisition is usually compromised by slow post-processing, especially when the data dimension is large. Therefore, it is critical to develop a rapid spectral imaging technique, which could offer real-time acquisition of diffuse reflectance spectra for tissue measurements in multiple locations without sacrificing the spectral resolution.

The reconstruction of diffuse reflectance spectra from color values taken by a color camera is a potential solution to this problem. In this approach, the color images of a large tissue area under white-light illumination are captured in real time by a color camera, which typically includes the color values in red, green, and blue bands at each pixel. Each color band covers a relatively wide range of wavelengths; thus, the signal is typically strong for fast imaging. Several methods, including pseudo-inverse, finite-dimensional modeling and Wiener estimation, have been explored to recover diffuse reflectance spectra from color values in multiple bands. Among them, Wiener estimation is one of the most frequently used methods because of its time efficiency. Even so, one serious problem of using this estimation method is that more than three color bands are usually necessary for sufficient accuracy, because of the underdetermined nature of the problem, in which three values corresponding to RGB colors are mapped to diffuse reflectance intensities at tens of or a few hundred wavelengths in a spectrum. As a result of inadequate Wiener estimation, the error in the estimated diffuse reflectance spectra could propagate and lead to larger errors in estimated optical properties and subsequently in estimated tissue parameters for diagnosis. Therefore, a fast method for the accurate estimation of diffuse reflectance spectra is needed in biomedical applications. In this paper, we propose a modified Wiener estimation method to address this problem by synthesizing new colors from the system matrix based on a calibration data set, which will provide additional information required for accurate Wiener estimation. The method has demonstrated significant improvement over traditional Wiener estimation in the estimation of diffuse reflectance spectra from color measurements acquired in vivo from human skin.

This method consists of two stages and one post-processing step, i.e., the calibration stage, the test stage, and the selection step. In the calibration stage, as shown in Fig. 1, we first calculate the system matrix and initial Wiener matrix using the calibration data, which contain both measured RGB color values and the corresponding measured diffuse reflectance spectra. The estimation of the system matrix is an overdetermined problem and thus should be accurate because a diffuse reflectance spectrum contains many more data points than RGB values. Diffuse reflectance spectra can be estimated from measured RGB color values by using the initial Wiener matrix. Then, by applying a synthetic absorption filter, which contains three absorption bands different from RGB filters, to the system matrix, a modified system matrix can be created, which is used to generate two separate sets of three new color values from the measured and estimated diffuse reflectance spectra. The transmission spectra of the three synthetic absorption filters were determined by Gaussian functions with different center wavelengths: 500, 550, and 600 nm, and a standard deviation of 10 nm. The

Address all correspondence to: Quan Liu, Nanyang Technological University, School of Chemical and Biomedical Engineering, Division of Bioengineering, Singapore 637457. Tel: 65-65138298; Fax: 65-67911761; E-mail: quanliu@ntu.edu.sg
center wavelengths were selected to deviate from those of RGB filters in order to cover different information. Because of the high accuracy of the system matrix, the new color values estimated from the measured diffuse reflectance spectrum should be accurate and thus could be seen as the reference new color values. The new color values generated from the estimated diffuse reflectance spectra are less accurate, which will be called estimated new color values to facilitate the discussion next. The relation between the estimated new color values and the reference new color values can be found by using the following two strategies: 1. to model each reference new color value as a second-order polynomial function of estimated new color values; 2. to record the differences in each color value between two sets. Moreover, the reference new color values combined with the original RGB values are used to create a modified Wiener matrix for the second-round estimation of diffuse reflectance spectra in the test stage, which will be more accurate than using the RGB values alone because of the increase in the number of available color bands.

In the test stage, as shown in Fig. 2, the initial estimated diffuse reflectance spectrum will be computed by applying the initial Wiener matrix to measured RGB values first, which is usually not sufficiently accurate because the initial Wiener matrix is based on RGB values alone. Estimated new color values will be generated from the initial estimated diffuse reflectance spectrum by applying the modified system matrix obtained in the calibration stage. Then, the estimated new color values are corrected by the relation between the estimated new colors and the reference new colors found in the calibration stage to yield more accurate new color values as explained in the next paragraph, which is also called color correction. The corrected new color values jointly with the measured RGB values can be used to estimate more accurate diffuse reflectance spectra by applying the modified Wiener matrix obtained in the calibration stage.

The two strategies for finding the relation between the estimated new colors and the reference new colors are used as follows: to use the relation of the second-order polynomial function, i.e., strategy 1, estimated new color values are substituted into the second-order polynomial functions obtained in the calibration stage to find new color values. To use the relation of recorded differences, i.e., strategy 2, the difference values used to modify the estimated new colors are calculated with the following equation:

\[
D = \sum_{i=1}^{n} w_i d_i, \tag{1}
\]

where \(D\) denotes the difference values used to modify the estimated new colors and \(w_i\) and \(d_i\) denote the \(i\)-th weight and difference values for each point in the calibration data set, respectively. The weight \(w_i\) is calculated with the following equation:

\[
w_i = \frac{l_i^{-1}}{\sum_{i=1}^{n} l_i^{-1}}, \tag{2}
\]

where \(l_i\) denotes the distance in the RGB color space between the measured color in the test data and the \(i\)-th color in the calibration data. From Eqs. (1) and (2), the summation of \(w_i\) is 1, and the contribution of \(d_i\) to \(D\) is proportional to the similarity between the measured color in the test data set and the \(i\)-th color in the calibration data set.

Because the above two new color correction strategies used to correct estimated new color values generate different diffuse reflectance spectra, a simple selection step could be employed to find the more accurate one. In this selection step, the estimated spectra based on the above two strategies are multiplied by the original system matrix to find the estimated RGB color values. The diffuse reflectance spectrum that yields color values closer to the measured ones will be selected as the final result.

This method was evaluated in the data measured in vivo from 10 volunteers. All the data were measured by the system shown in Fig. 3, which consists of a light source (HL-2000-FHSA, Ocean Optics, U.S.), a spectrometer (USB4000, Ocean Optics, U.S.), a fiber-optic probe (custom probe VIS/NIR, Ocean Optics, U.S.), and a microscope (Eclipse TS100, Nikon, Japan) coupled with a color CCD camera (DS-Fi1, Nikon, Japan), in which the Bayer color filter array is used for RGB image acquisition. The probe was composed of one source fiber with a core diameter of 600 \(\mu\)m surrounded by 10 detector fibers with a core diameter of 100 \(\mu\)m and a center-to-center separation of 413 \(\mu\)m. The measured diffuse reflectance spectrum was normalized to remove the wavelength dependence of system response by

![Fig. 1 Schematic of the calibration stage.](Image)

![Fig. 2 Schematic of the test stage.](Image)

![Fig. 3 Diagram of the system for taking color images and diffuse reflectance spectra. The following acronyms are used: SM: spectrometer; LS: light source; P: probe; S: sample.](Image)
Table 1  Comparison of mean RMSE between the traditional Wiener estimation (WE) and modified WE.

<table>
<thead>
<tr>
<th></th>
<th>Traditional WE</th>
<th>Modified WE with strategy 1</th>
<th>Modified WE with strategy 2</th>
<th>Modified WE with the selection step</th>
</tr>
</thead>
<tbody>
<tr>
<td>RMSE</td>
<td>1.11 x 10^{-2}</td>
<td>1.03 x 10^{-2}</td>
<td>1.06 x 10^{-2}</td>
<td>9.40 x 10^{-3}</td>
</tr>
</tbody>
</table>

dividing the spectrum measured on the skin by the spectrum measured on a reflectance standard (SRS-99-010, Labsphere, U.S.). Then, the data points in the spectrum were binned so that the spectral resolution was 5 nm from 400 to 700 nm. By using this system, both RGB color values and the diffuse reflectance spectrum were measured from the same position on the skin to prevent the mismatch in measurements sites between two sets of measurements.

A total of 200 skin sites from 10 volunteers, which included six Chinese, three Indians, and one Caucasian, were measured in this experiment. A leave-one-out cross validation strategy was used to analyze the data to evaluate the modified Wiener estimation method in an unbiased manner. The reason for using human skin measurements for calibration instead of color chart as in several other previous studies was that such calibration data similar to the test data should yield better accuracy in estimated results. The proposed method was coded and run in Matlab (R2008a, MathWorks, U.S.).

A total of four methods, which include the traditional Wiener estimation and the modified Wiener estimation methods using three different strategies for correcting estimated RGB values, were utilized to estimate diffuse reflectance spectra from given RGB values, and their performance was compared against each other. The mean root mean square errors (RMSE) of estimated diffuse reflectance spectra relative to measured diffuse reflectance spectra for four methods are shown in Table 1. The representative spectra for the modified Wiener estimation method with the best and worst accuracy are shown in Fig. 4.

Table 1 shows that the modified Wiener estimation method reduces the RMSE by 7.2% or 4.5%, respectively, compared to the traditional Wiener estimation, when strategy 1 or 2 is used to correct new RGB values. Moreover, a much larger reduction in the RMSE, i.e., 15.3%, is seen when the selection step is added. This implies that more accurate new color values yielded by the selection step are critical to the accurate estimation of diffuse reflectance spectra. It took 19.3 milliseconds to estimate the diffuse reflectance spectra from 400 to 700 nm with a resolution of 5 nm at 50 skin sites in a PC with Intel Core 2 CPU 2.4 GHz, 2 G RAM and Windows Vista operating system. This short estimation time implies the potential of performing a real-time estimation of diffuse reflectance spectra based on color images acquired from a large tissue area.

In conclusion, we have developed a modified Wiener estimation method by synthesizing new colors from the system matrix based on a calibration data set. The proposed method significantly improved the accuracy of estimated diffuse reflectance spectra for RGB color values acquired from human skin. This method is fast; thus, it may allow for real-time estimation of diffuse reflectance spectra from a large tissue area when combined with color imaging, which provides a cost-effective alternative to spectral imaging, with the additional advantage of high spectral resolution.

Acknowledgments

The authors would like to acknowledge the financial support from a Tier 1 grant (Grant No. RG47/09) and a Tier 2 grant (Grant No. MOE2010-T2-1-049) funded by the Ministry of Education in Singapore.

References