<table>
<thead>
<tr>
<th>Title</th>
<th>Note: A gel based imaging technique of the iridocorneal angle for evaluation of angle-closure glaucoma</th>
</tr>
</thead>
<tbody>
<tr>
<td>Author(s)</td>
<td>Shinoj, V. K.; Murukeshan, V. M.; Baskaran, Mani; Aung, Tin</td>
</tr>
<tr>
<td>Citation</td>
<td>Shinoj, V. K., Murukeshan, V. M., Baskaran, M., &amp; Aung, T. (2014). Note: A gel based imaging technique of the iridocorneal angle for evaluation of angle-closure glaucoma. Review of Scientific Instruments, 85(6), 066105-.</td>
</tr>
<tr>
<td>Date</td>
<td>2014</td>
</tr>
<tr>
<td>URL</td>
<td><a href="http://hdl.handle.net/10220/20040">http://hdl.handle.net/10220/20040</a></td>
</tr>
<tr>
<td>Rights</td>
<td>© 2014 AIP Publishing LLC. This paper was published in Review of Scientific Instruments and is made available as an electronic reprint (preprint) with permission of AIP Publishing LLC. The paper can be found at the following official DOI: <a href="http://dx.doi.org/10.1063/1.4882335">http://dx.doi.org/10.1063/1.4882335</a>. One print or electronic copy may be made for personal use only. Systematic or multiple reproduction, distribution to multiple locations via electronic or other means, duplication of any material in this paper for a fee or for commercial purposes, or modification of the content of the paper is prohibited and is subject to penalties under law.</td>
</tr>
</tbody>
</table>
Note: A gel based imaging technique of the iridocorneal angle for evaluation of angle-closure glaucoma

V. K. Shinoj, V. M. Murukeshan, M. Baskaran, and T. Aung

Citation: Review of Scientific Instruments 85, 066105 (2014); doi: 10.1063/1.4882335
View online: http://dx.doi.org/10.1063/1.4882335
View Table of Contents: http://scitation.aip.org/content/aip/journal/rsi/85/6?ver=pdfcov
Published by the AIP Publishing

Articles you may be interested in
Synchronization analysis of voltage-sensitive dye imaging during focal seizures in the rat neocortex
Chaos 21, 047506 (2011); 10.1063/1.3640043

A review of some recent developments in polarization-sensitive optical imaging techniques for the study of articular cartilage

All fiber based multispeckle modality endoscopic system for imaging medical cavities

Mesh adaptation technique for Fourier-domain fluorescence lifetime imaging
Med. Phys. 33, 4176 (2006); 10.1118/1.2362500

Imaging of joints with laser-based photoacoustic tomography: An animal study
Med. Phys. 33, 2691 (2006); 10.1118/1.2214166
Note: A gel based imaging technique of the iridocorneal angle for evaluation of angle-closure glaucoma

V. K. Shinoj, 1, 2 V. M. Murukeshan, 1, a) M. Baskaran, 2 and T. Aung 2
1 Center for Optical and Laser Engineering, School of Mechanical and Aerospace Engineering, Nanyang Technological University, Singapore 639798
2 Singapore Eye Research Institute (SERI) and Singapore National Eye Center (SNEC), 11 Third Hospital Avenue, Singapore 168751

(Received 24 March 2014; accepted 27 May 2014; published online 10 June 2014)

Noninvasive medical imaging techniques have high potential in the field of ocular imaging research. Angle closure glaucoma is a major disease causing blindness and a possible way of detection is the examination of the anterior chamber angle in eyes. Here, a simple optical method for the evaluation of angle closure glaucoma is proposed and illustrated. The light propagation from the region associated with the iridocorneal angle to the exterior of eye is considered analytically. The design of the gel assisted probe prototype is carried out and the imaging of iridocorneal angle is performed on an eye model. © 2014 AIP Publishing LLC. [http://dx.doi.org/10.1063/1.4882335]

Glaucoma is an eye disease normally associated with an increase in intraocular pressure that, if untreated, can ultimately lead to blindness. 1–3 The closed-angle or angle-closure glaucoma is related to closure of iridocorneal angle (ICA) corresponding to the area between the iris and cornea. 4, 5 The aqueous humor leaves the anterior chamber through the trabecular meshwork (TM), and passes through Schlemm’s canal and collector channels before finally draining into aqueous veins and episcleral vessels. 6 The width of the ICA is associated with the drainage of aqueous humour from eye’s anterior chamber. A wide angle permits adequate drainage of aqueous humour through the TM region provided the TM region is not obstructed. 7 A narrow angle may obstruct the drainage system and can lead to acute angle-closure glaucoma. Hence the imaging of the region associated with the ICA has created immense interest among scientific community as it facilitate diagnosing and monitoring of various eye conditions associated with glaucoma. 8, 9 The sclera extending into the cornea near ICA however obstructs any direct view of the angle.

In a conventional screening procedure, the opening of the iridocorneal angle is assessed by means of a contact gonioscopic lens. 10 TM imaging in porcine eyes is carried out through multiphoton gonioscopy method. 11 The evaluation using gonioscopic lens involves contact with the cornea and often results in patient discomfort. Furthermore, gonioscopic data can be affected by inadvertent pressure on the gonioscopic lens during the inspection. 12 Since most clinicians record the results in charts without images or photographic records, the documentation of the gonioscopic outcomes are often poor. 13 Though ultrasound biomicroscopy (UBM) imaging technique produces high-resolution, quantitative cross-sectional images of the anterior chamber angle, it is not without disadvantages. Besides time-consuming, this technique is not readily available, is relatively invasive, and requires a highly skilled operator. 14, 15

Different optical probe imaging configurations have been investigated for their miniaturized size and flexibility for various disease diagnostic applications in our group. 16–19 An optical interferometric based method for the measurement of axial eye length has been reported. 20 Also, multispectral optical imaging of the human ocular fundus has been carried out in the recent past using LED illumination. 21 An endoscope based method has been used to obtain retinal images and iridocorneal angle in larger mammals; 22 however, the need for mechanical contact of probe distal end with the cornea by extreme pressure could cause abrasions of the corneal epithelium even with the presence of the gel on the cornea. This paper, in this context, proposes a low-cost clinical probe and related instrumentation that can image the structures of iridocorneal region with good resolution.

Since the direct view of ICA is obstructed due to the sclera overlap, the best approach to observe the TM region is to view from the opposite angle. Consider light transmission from anterior chamber to cornea and then to the outside medium. The angle at which light is refracted is in accordance with Snell’s Law as follows:

\[ \frac{n_1 \sin \theta_1}{n_2} = \frac{n_2 \sin \theta_2}{n_3} = \frac{n_3 \sin \phi}{n_4} = \frac{n_4 \sin \theta_3}{n_5} \]

where \( n_1, n_2, \) and \( n_3 \) are the indices of anterior chamber (aqueous humor), cornea, and outside medium, respectively. The angles \( \theta_1, \theta_2, \) and \( \theta_3 \) depicted in Figure 1 are the respective angles for light incident, and light refracted to corneal and transmitted to outside media at corresponding interfaces, relative to the normal plane of the interface. Since the thickness of cornea (≈ 0.55 mm) is comparatively small, \( \theta_2 = \phi. \) Hence,

\[ \theta_3 = \sin^{-1} \left( \frac{n_3}{n_1} \sin \left( \sin^{-1} \left( \frac{n_1}{n_2} \sin \theta_1 \right) \right) \right) \]

\[ \theta_3 = \sin^{-1} \left( \frac{n_1}{n_3} \sin \theta_1 \right) \]
The variations in the real and imaginary part of $\theta_3$ are plotted using Eq. (3) for various incident angles ($40^\circ$-$90^\circ$) and outside medium indices ($n_3$). The obtained result is shown in Figure 2. In order to have a good view of the trabecular meshwork region, the incident angle is estimated to be within $50^\circ$-$65^\circ$ using Snell’s law. When the outside medium index is air ($n_3 = 1$) or media with indices close to one, the transmitted angle ($\theta_3$) becomes imaginary as depicted in Figure 2. In this case, the complex angle represents the existence of total internal reflection (TIR) at the cornea-air interface. This obstructs the lateral view of iridocorneal angle region. By changing the outside medium index ($n_3$), the TIR can be avoided. Therefore, to have a clear view of TM region, the immediate media outside the corneal region has to be tailored. Different ocular gel media are available in the market that can be used to track light from the ICA region back to the exterior of the corneal region. In order to avoid further TIR at the gel-air interface, the angle of incidence at this interface has to be minimized. In this viewpoint, we propose an objective lens based probe configuration as shown in Figure 3 where a mirror is employed at the distal end to alter the angle of incidence at the gel-air interface.

A schematic of the proposed configuration is shown in Figure 3(a). The imaging of opposite iridocorneal angle is performed on an ocular eye model (OEM-7; Ocular Instruments Inc., Bellevue, WA) without and with gel. The photograph of eye model is given in Figure 3(b). The eye model includes natural surfaces of human eye including anterior chamber and crystalline lens. A fiber-optic broadband light source is collimated and redirected to illuminate the iridocorneal region. The light reflected from the ICA region is collected through an objective lens and directed to a CCD camera (PL-A741; PixeLINK, Ottawa, Canada). A long working distance (20 mm), infinity-corrected objective lens (Mitutoyo; 20X, 0.4NA) is employed in this study.

The photograph of distal end is given in Figure 3(c). A mirror is used to redirect the beam to the objective lens. The mirror can be rotated to have a clear view of the ICA region.

FIG. 1. Schematic diagram showing light transmission from the region of iridocorneal angle to the exterior of eye.

FIG. 2. The variations in the (a) real and (b) imaginary part of $\theta_3$ are plotted using Eq. (3) for various incident angles ($\theta_1$) and at various filling material indices.

FIG. 3. (a) Schematic of the proposed experimental setup, (b) photograph of Ocular Imaging Eye Model (OEMI-7), and (c) photograph of the distal end of the proposed system.
The imaging of the region is performed without gel at different objective planes and the obtained result is shown in Figures 4(a)–4(d). It shows that the ICA region view is restricted due to the total internal reflection at the cornea-air interface as expected from the analytical results (Figure 2). A sterile coupling gel (Vidisic gel; Mann, Germany), of refractive index 1.338, was applied to a glass cover slip and pressed to the coupling gel (Vidisic gel; Mann, Germany), of refractive index 1.338, was applied to a glass cover slip and pressed to the region between the mirror and the eye model such that a gel-filled coupling medium is formed as shown in Figure 3. This region that will be promising in the evaluation of angle-closure glaucoma is proposed and illustrated. The light transmission of opposite iridocorneal angle region: (a)–(d) Iridocorneal angle is not visible in absence of gel (the images are taken at different objective planes); (e)–(h) Iridocorneal angle is visible with gel (these images are also taken at different objective planes).

The authors acknowledge the financial support received through NMRC (NIG09nov001) and A*Star-SERC (Grant No. 112 148 0003). The authors also acknowledge the facilities provided through COLE, NTU.